The purpose of this study is to estimate the possible effect of cellular radio on implantable cardiac pacemakers in elevators. We previously investigated pacemaker EMI in elevator by examining the Efield distribution of horizontal plane at the height of expected for implanted pacemakers inside elevators. In this paper, we introduce our method for estimating EMI impact to implantable cardiac pacemakers using EMF distributions inside the region of the human body in which pacemakers are implanted. Simulations of a human phantom in an elevator are performed and histograms are derived from the resulting EMF distributions. The computed results of field strengths are compared with a certain reference level determined from experimentally obtained maximum interference distance of implantable cardiac pacemakers. This enables us to carry out a quantitative evaluation of the EMI impact to pacemakers by cellular radio transmission. This paper uses a numerical phantom model developed based on an European adult male. The simulations evaluate EMI on implantable cardiac pacemakers in three frequency bands. As a result, calculated E-field strengths are sufficiently low to cause the pacemaker to malfunction in the region examined. key words: implantable cardiac pacemakers, cellular radios, elevator, finite difference time domain method, numerical phantom model
Introduction
In recent years, mobile phone usage has extended to a wide range of environment such as places surrounded by conductive surfaces, e.g., train carriages, elevators, and airplanes. There is a concern that the use of cellular phones in elevators might cause high exposure levels due to the reflection and accumulation of cellular radio [1] - [3] . There have also been concerns that cellular radio can interfere with different types of devices and increased usage in multi-reflection environments has led to concern about the possible effect of electromagnetic interference (EMI) on implantable medical devices (IMDs).
Many experimental studies have been carried out in order to assess the EMI generated by cellular radio in freespace and experienced by IMDs including implantable cardiac pacemakers and implantable cardioverter defibrillators (ICDs) [4] - [6] . However, few studies have addressed the effect of EMI on IMDs in elevators. Precise and efficient methods of measuring the electric field (E-field) strength in different regions of multi-reflection environments have not been advanced due to the disturbed fields caused by the presence of measurement equipment and/or human bodies. Therefore, this is achieved by carrying out precise numerical simulations using the Finite-Difference-Time-Domain method [7] , [8] .
We have already carried out numerical simulations on homogeneous human phantom models and some elevator models to investigate the EMI impact to implantable cardiac pacemakers in elevators; we have examined the E-field distribution on freespace inside elevator [9] , [10] . However, implantable cardiac pacemaker is put inside human body. Therefore, more practical investigation is required in realistic environment, that is inside of human body.
In this paper, we propose our method for estimating pacemaker EMI using EMF distributions inside the region of the human body into which pacemakers are implanted.
The calculated E-field strength is normalized to a certain reference level determined from the experimentally obtained maximum interference distance [11] of implantable cardiac pacemakers. This enables us to carry out quantitative evaluations of the EMI impact to pacemakers by cellular radio transmission [12] .
In order to examine the complex situations where human is present in elevators, our analysis considered a realistically-shaped and anatomically-correct human phantom model. A half-wavelength dipole antenna is used to represent a cellular radio operating in the 900 MHz, 1500 MHz, and 2100 MHz frequency bands. All calculations were run on a supercomputer. We compare previous method using homogeneous phantom model and proposing method using inhomogeneous phantom model. Additionally, pacemaker EMI is evaluated when the presence or absence of a pacemaker.
The following section explains the estimation method used to determine the EMI impact on pacemakers, focusing on the elevator model and the human phantom models used in the calculation. Next, we introduce our method for estimating EMI impact in a comparison to the previous method. EMI impact in elevators are then examined using the proposing method. Finally, the results are discussed.
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Methods
The numerical simulations were carried out by applying the finite-difference time-domain (FDTD) method. The FDTD method is a versatile and efficient tool for the solution of Maxwell's equations in complex structures. It can also treat problem spaces that contain lossy media such as the human body. Additionally, a histogram estimation method for determining the electric field strength was developed to deal with the complicated EMF distributions. Histograms are useful for carrying out complete estimations of the whole region that is being modeled.
In order to estimate the pacemaker EMI, the EMF values are plotted using histograms and compared a certain reference values determined from the experimentally obtained maximum interference distance of implantable cardiac pacemakers. If there is any region of the histogram that exceeds this reference value, the implication is that there is some possibility of the EMI negatively impacting the pacemaker. This is explained in more detail below.
The details of the FDTD analysis configurations are summarized in Table 1 . We used a half-wavelength dipole antenna to represent a cellular radio operating in 900 MHz, 1500 MHz and 2100 MHz bands. Perfectly matched layer (PML) [13] having 16 layers were placed at all boundaries of the FDTD problem space to absorb the radiated outgoing waves. The time step was set to fill the Courant condition. The time steps used in the simulations were 8.96 psec, 8.77 psec, and 8.50 psec for 900, 1500, 2100 MHz, respectively. These time steps were set to improve absorption characteristics of PML for each frequency. In order to achieve simulated results for steady field distributions in the elevator for all three frequency bands, more than hundreds periods of the FDTD computation were carried out. Numbers of periods used in the simulations were 200 periods, 400 periods, and 500 periods, and the time duration of simulations were approximately 15 hours, 18 hours, and 18 hours for 900 MHz, 1500 MHz, and 2100 MHz. 
Elevator Model
A 3-D representation of the numerical model of the elevator is shown in Fig. 1 [14] . This is the case in which only one passenger is present in the elevator. The dimensions are 2760 mm × 2220 mm × 2800 mm inclusive of the perfect matched layers (PML) and guard cells. The elevator's actual dimensions are 2160 mm × 1620 mm × 2200 mm (Length × Width × Height). The elevator model assumes that the physical properties of the elevator's body mirrors those of perfect electric conductor (PEC). In all models, the elevator door is closed. The openings in the roof of the elevator are the means by which cellular radios are able to propagate into and out of the elevator. The rectangular opening is 30 cm × 60 cm and the circular opening has a diameter of 30 cm. Figure 2 shows front and side-views of the human phantom model that was placed in the elevator. The human phantom model is an enhanced high-resolution magnetic resonance imaging whole-body human model taken from the Virtual Family Product series [15] . The phantom model has realistic shapes and is composed of 77 different tissues. The electric properties of the tissues were derived from [16] . Its height is about 180.5 cm while the shoulder-to-shoulder width is 54.5 cm. The phantom's resolution is 5×5×5 mm 3 . The mobile phone is modeled as a half wavelength dipole antenna. The antenna is located 20 mm from the human phantom's head and is 1700 mm above the floor. The positions of the human phantom in the elevator were varied to observe the effect of distance from the wall of the elevator.
Human Phantom Model

Histogram Estimation Method for Pacemaker EMI
Previously, we investigated pacemaker EMI impact by determining the E-field strength values on a horizontal plane inside the elevator; the reference level was the level that would cause pacemaker malfunction. In Fig. 3 , an example of those E-field distributions inside the elevator is presented for the case of 1 user standing at the center of the elevator. The frequency bands are 900 MHz, 1500 MHz, and 2100 MHz. The estimation plane is 1300 mm above the floor. This is the height at which most pacemakers are implanted. The resultant E-field distributions indicate a complicated environment since the problem space is a highly reflective.
In order to examine the situation in more practical, we propose a method that estimates EMI impact inside the phantom model. Figure 4 , shows the position of an implantable cardiac pacemaker that has been implanted into a human torso. The connector from the cardiac pacemaker to the lead wires is also shown. This connector and cardiac pacemaker are set at a location just below the collarbone. Therefore, the area near the collar-bone, where most pacemakers are implanted, is examined. The electric field values in this region are compared against a ref- erence level that might cause pacemaker malfunction. Figure 5 shows an example of the region considered. The region within the maximum interference distance from feeding point, which is explained in more detail below, is not examined. The volumes of the regions examined were approximately 310 cm 3 , 320 cm 3 , 320 cm 3 for the frequencies of 900 MHz, 1500 MHz, and 2100 MHz, respectively. The user position was changed from the center of the elevator to a corner of the elevator and the effect of this change was determined. Figure 6 shows different position of the phantom in the elevator. In addition, in order to estimate practical EMI impact, the simulations considered that the pacemaker was implanted inside a human body. The pacemaker was modeled as a metal box with dimension of 4 cm × 4.5 cm × 1 cm. It was implanted inside the phantom body near the collar bone and 1 to 2 cm beneath the skin. Figure 7 shows the phantom model with the pacemaker. E-field strengths with and without the pacemaker were compared.
It is difficult to accurately estimate the values in the Efield distribution. Histogram estimation method is therefore used to plot the field strength values that exist throughout the area which examined.
In order to achieve our stated goal of determining whether the field strengths are within the safe limits for pacemaker operation, it is necessary to normalize the values against a reference level that represents the threshold values for each frequency. In this paper, maximum interference distance, the experimental results of pacemaker immunity tests against cellular radios conducted in [11] , are used for pacemaker EMI estimation. These distances are shown in Table 2 . Figure 8 shows the pacemaker immunity tests system. Previously, these distances were used in Ref. [10] to calculate the reference values (0 dB point) for a dipole antenna in free-space, that is substituted an EMI test without pacemaker and torso model. The calculations were made in the direction of the plane perpendicular to the antenna axis.
In the proposing method, the reference values were calculated by simulation for the experimental test system shown in Fig. 8 . The dipole antenna is set at maximum interference distance from torso phantom for each frequency. The value of electric field strength near the pacemaker is used as the reference value and is plotted in the histograms as the 0 dB point. Any deviation (increase) in the electric field strength values from this reference indicates the likelihood of pacemaker malfunction. Figure 9 shows the flowchart of pacemaker EMI estimation. 
E-field Histograms Differences between Previous Method and Proposed Method
This section determines the differences in the E-field histograms created by the previous method and the proposed method for a single user standing at the elevator.
E-field Histograms Inside Elevator
The histograms yielded by the previous method are shown Fig. 10 . The x axis denote the relative E-field strength. The y axis denote the ratio of cells at each class to all cells included in evaluation area. The E-field values were normalized to the reference value obtained using the maximum interference distance in free-space. It is represented on the histograms by the 0 dB point.
The maximum estimated values are with in the range of "−1 dB to 0 dB," "−5 dB to −4 dB," and "−11 dB to −10 dB" for the frequencies of 900 MHz, 1500 MHz, and 2100 MHz, respectively. The rations of maximum E-field strengths at each frequency were 0.28%, 0.03%, and 0.07% respectively. As the frequency increases, the peak values of E-field strength decreases further. This is because the maximum interference distance shortens as the frequency increases.
E-field Histograms Inside the Region of Pacemaker Implant
This section introduces the histograms created by the proposed method. The user is located at the center of the elevator. Figure 11 shows the E-field histograms for the 3 frequencies examined. The histograms were derived from electric field strength values in the region of interest as shown in Fig. 5 . The E-field values were normalized to the reference value obtained using dipole antenna and pacemaker model inside torso model. The maximum values are with in the range of "−6 dB to −4 dB," "−12 dB to −10 dB," and "−14 dB to −12 dB" for the frequencies of 900 MHz, 1500 MHz, and 2100 MHz, respectively. The rations of maximum E-field strengths at each frequency were 0.16%, 0.04%, and 0.24% respectively. From Fig. 10 and Fig. 11 , the difference of maximum E-field strength between the 2-dimensional E-fielsd distributions in the elevator and E-field distributions in region of interest is approximately 4 dB, 6 dB, and 2 dB for the frequencies of 900 MHz, 1500 MHz, and 2100 MHz, respectively. For all 3 frequencies, the histograms of the region of interest are lower than those on the horizontal plane.
E-field Histograms Using Homogeneous Phantom Model
In this section, the differences in the E-field histogram between homogeneous and inhomogeneous phantom models, were investigated. Figure 12 shows the E-field histograms for homogeneous phantom models examined under same condition of Fig. 11 . From Fig. 11 and Fig. 12 , there are not much differences in frequency characteristics. However, the maximum E-field strengths for homogeneous phantom models were about 3 dB lower than those for inhomogeneous models for all frequencies carried out. From these results, the estimation using inhomogeneous phantom model are thought to be conservative. 
EMI Estimation Results
Variation in Field Strength as the User Position Changes
In order to investigate whether or not there are certain positions in the elevator where implantable cardiac pacemakers are more susceptible to EMI, human phantom model is placed in center or corner of the elevator as a user. Figure 13 show the variation in E-field for the 3 frequencies being carried out. It is observed that the differences in maximum Efield strength with this change in position are about 2 dB, 6 dB, and 2 dB for the frequencies 900 MHz, 1500 MHz, 2100 MHz, respectively.
Comparison of the Presence or Absence of a Pacemaker
This section determines the impact of adding the pacemaker to the phantom model. Figure 14 shows the variation of Relative field strength in the region of interest with and without the pacemaker when the user is located at the center of the elevator for the three frequencies. For all 3 frequencies, it is observed that the pacemaker disrupts the propagating electromagnetic waves and lowers the relative field density. The maximum E-field values with pacemaker are within the range of "−6 dB to −4 dB," "−14 dB to −12 dB," and "−16 dB to −14 dB" for the frequencies of 900 MHz, 1500 MHz, and 2100 MHz, respectively. However, there is not much difference in the maximum E-field strength. Differences of the maximum E-field strength are less than 2 dB.
Discussion and Conclusion
This paper presented a detailed investigation of pacemaker EMI in the elevator. EMI impact in the elevators was estimated using precise numerical analyses and an anatomically-correct human phantom model at the three mobile phone frequency bands.
We proposed a method for EMI impact estimation. The E-field strengths in the region of pacemaker implant were examined by comparing E-field strengths with reference values obtained by using the maximum interference distance of implantable cardiac pacemakers. It is therefore shown that EMI impact on implantable cardiac pacemakers can be precisely assessed using inhomogeneous human phantom model based on proposed method. The results presented in Sect. 4 indicate that, for 900 MHz, 1500 MHz and 2100 MHz bands carried out, calculated E-field strengths were sufficiently low to trigger pacemaker malfunction. The maximum E-field strengths were found to vary with the phantom position in the elevator. There is not much difference in the maximum Efield strengths between with and without a pacemaker. Furthermore, the differences in the maximum E-field strengths while using homogeneous and using inhomogeneous phantom models is about 3 dB. Therefore, we can conclude that pacemaker EMI due to cellular radio in elevator can be conservatively estimated using inhomogeneous phantom model.
